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O01a0@aAion NS aceaAols xpNong NS CUOKEUNGS OUTE va TTApEXEl OIQYVWOTIKES 11 BEPATTEUTIKES
UtT00EIEEIC OTOUC TTPOLBAETTOUEVOUC XPAOTESC I ATOEVEIC.

MAHPO®OPIEZ MOY MPOOPIZONTAI A TOYZ XPHETEZ / TOYZ ENATTEAMATIEZ YIEIAZ:

1. Tavutomnoinon cuoKeUNG Kot YEVIKEG MAnpodopieg

Ovopagia TpoidvToG:

AtriCure cryolCE probes (CRYO2, CRYO3, CRYOF)

Oudda/oikoyéveia
mpoiévtog Baoiké UDI-DI

CRYO2/3/F: 08401439000000000000007ZP

NouIKA eTTwvuia Kai

Movadikdg apiBudg
karaxwpiong (SRN)

O1elBuvOon KATOOKEUOOTA:

AtriCure, Inc.

7555 Innovation Way
Mason, OH 45040 USA
SRN: US-MF-000002974

E¢ouaiodoTtnuévog
avTirpoowTrog otnv EE:
Movadikdg apiBudg
kataxwpiong (SRN)

AtriCure Europe B.V.

De entree 260

1101 EE Amsterdam

NL

SRN: NL-AR-000000165

‘Exk@paon mrediou
EPAPUOYAG Kal KWOIKOG
IATPOTEXVOAOYIKOU
TTPOIOVTOG:

2120102, KpuoxeipoupyIKEG JOVADES

Ta&ivéunon mTpoiévTog
ka1 Kavovag [ocupowva
ME Tov Kavoviouo yia Ta
IATPOTEXVOAOYIKA
mpoidvta (MDR)]:

CRYO2, CRYO3: CRYOF: Kamyopia Ill, Kavévac 6

OpYyaviCuoU:

‘ETog ékd0OONG TOU CRYO2: 2011
TTPWTOU TTIOTOTTOINTIKOU CRYOF: 2015
(CE) 1TTOU KOAUTITEI TN CRYO3: 2016
OuoKeun:

Ovopaoia, dietBuvon kai | BSI

ap1Buo6g kovotroinuévou | Say Building

John M. Keynesplein 9
1066 EP Amsterdam
NL

CE 2797
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2. Mpooplldpnevn XpRON TNG CUCKEUNG

2.1. NpoBAenOUEVOG GKOTIOG

ouamua cryolCE® (CRYO2/CRYO3): To probe kpuoTiniog Tou ouoTiuaTog cryolCE
oxedldoTtnke yia TN Bepatreia KAPOIOKWY ApPPUBUIWY PECW TNG ETTITEUENG EAEYXOUEVWYV
Beppokpaaciwy TTou Kupaivovtal atéd -50 °C (-58 °F) €éwg -70 °C (-94 °F). To PROBE c¢ivai
£VA ATTOOTEIPWHEVO EPYAAEIO KPUOXEIPOUPYIKNG UIOG XProNG TTou £XEl oxeSIOOTEI yia Xxprion
pe TN povada AtriCure Cryo (ACM).

cryolCE cryoFORM® (CRYOF): To probe cryolCE cryoFORM oxedIdoTnke yia Tn Beparreia
KapOIaKWY appubuIwy PEOW TNG ETTITEUENG EAEYXOUEVWY BEPPOKPATIWY TTOU KUuaivovTal
atmé -50 °C €wg -70 °C. To PROBE cival éva a1rooTeIpwpéVo €pYAAEi0 KPUOXEIPOUPYIKNG
MIag XpAong TTou éxel oxedlaoTei yia xprion pe Tn povada AtriCure Cryo (ACM).

2.2. Evéeln(elg) kat otoxsudpevol Anbuopoi

To probe kpuotnéiag Tou cuoTtrpatog cryolCE evdeikvutal yia xprion oTnv KPUOXEIPOUPYIKA
BepaTreia KapdIOKWY aApPUBUIWY HECW TNG WUENG TWV OTOXEUOUEVWY I0TWYV, BNUIOUPYWVTAS HId
PAeypovwdn atrékpIon (KPUOVEKPWON) N oTToia atTokAgiel TNV 000 NAEKTPIKAG AywyluoTNTAG.
O oToxeuduevog TTANBUO UGG ival evAAIKEG a0BeVEIG e KOPBIAKES apPUBUIEG.

To probe kpuotn&iag cryolCE cryoFORM evdeikvuTtal yia xprion oTnv KPUOXEIPOUPYIKN BepaTtTeia
KOPOIOKWY 0ppubuILY PECW TNG WUENG TwV OTOXEUOHEVWY IOTWYV, ONMIOUPYWVTAG HId
QAeypovwodn atrékpIon (KPUOVEKPWAN) N oTToia aTToKAEiel TNV 000 NAEKTPIKAG AywyIUoOTNTAG.
O oToxeuduevog TTANBUo UGG ival evAAIKeEG aaBeveig e KapBIaKEG appuBpieG.

2.3. Avtevéeielg f/kan meplopilopoi

Agv UTTAPXOUV YVWOTEG AVTEVOEIEEIG.

3. Nepwypadh TG CUOKEVNG

3.1. Nepiypadn TG cUCKEVAG

Ta probe Tou cuoTtiuatog AtriCure cryolCE (CRYO2, CRYO3) kai 1o probe cryoFORM
(CRYOF) dnuioupyoulv aAAOIWGEIG OTOV I0TO, JECW KpUuoTTNEiag, JE TNV TTapoxn HIag
TTNYAS evEpyElag KpuoyovikoU utrogeidiou Tou alwtou (N20) atrd Tnv kovodAa (Movada
AtriCure Cryo, ACM) oTo dkpo (tip) Tou cuvdedepévou probe (CRYO2, CRYO3 1} CRYOF).
Ta probe (CRYO2, CRYO3, CRYOF) xpnoiuyotrolouv éva kpuoyovo uwnAng trieons (N20)
yla TNV KOTAWUEN TWV OTOXEUOUEVWY I0TWV, ONUIOUPYWVTAG UIa @AEYHovWON aTTOKPION
Kal TEANIKA KpUOVEKPWOT. To Kpuoyodvo TTepIEXETal EVTOG TOU probe Kail dev £pXeETal O€
ETTAQN WE TOV I0TO.

Ta probe kpuoTinéiag mapéxouv oTo probe Beppokpacieg KaTw Twy -40 °C, dnAadn
Beppokpaaieg aTIG OTToIEG dNUIoUPYEiTal aXNUATIONOG TTayou (-20 °C) Kail o1 OTToieg
BewpolvTal Bavatn@opes yia Ta KUTTapa. OTtav TTapéxetal UTToEEidIo Tou alwTou UWPNANG
TTieang oTo probe Kpuotnéiag yéow Tng povadag AtriCure Cryo (ACM), emmiTuyxavetal
Taxeia Wyuen péow Tou Qaivopévou Joule-Thompson, OTTOU TO TTETTIECUEVO QEPIO
OlaoTéAAETaI péoa aTTO éva AETTTO OTOMIO TTOPAYOVTAG TaxEia TITwon TnG Bepuokpaciag.
To TeAIkO oTOIXEIO BPAONG, Il AKPO KpuoTTnEiag (cryotip), Twv probe gival eAatd woTe va
EMTPETTEI TNV TTPOCRACT O€ DIAPOPETIKEG AVATOMIEG.
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3.2.

Ta probe kpuotrnéiag atroteAouvTal ammod Eva TEAIKO aToIxEio dpdong ] AKpo KpuoTrnéiag
(cryotip), aTéAexog, Aapn, BepuooTolxEio, CWARVA €1I0aywYRS Kal CwARva egaywyng. To
dkpo kpuoTtTnéiag atroteAsital atrd Evav AéBnTa atrd aAoupivio Kal Tpia ECwWTEPIKE oTOMIO
€I0ayWYNG Katavepnuéva oe 0AGKANPO To AKPo KPUOTTNEiaG WOTE VA TTAPEXETAI
opoIdpop®n Wuen. To dkpo kpuoTrnéiag e diGpeTpo 4 mm gival eAatd kab' 6Ao To PAKOG
Twv 10 cm Tou, £xovTag eAdxIoTn akTiva kapwng 1,27 cm (0,5 ivioeg) (CRYO2 kai
CRYO3). To CRYOF pe 10 aUAOKWTO TOU AKpo atrd avogeidwTto xaAuBa éxel eAGxIOTN
akTiva kauwng Trepitrou 0,64 cm (0,25 ivioeg). ‘Eva mapexopevo epyaleio diapdppwaong
MTTOpPEI Vva XpnoiyoTroindei yia Tnv KAPyn Tou akpou KpuoTrnéiag atnv emOuunTA HopeN.
To dkpo KpuoTrnéiag gival TTPOCAPTNUEVO GE £Va HOVWHEVO GKAUTITO OTEAEXOG TTOU
ETMTPETTEI GTOV XEIPOUPYO VA TTPOCAPUALEl TO UFKOG TOU EKTEBEINEVOU AKPOU KpuoTTnéiag
€wg kai katd 10 cm BepatreuTikoU urkoug. 'Eva BeppoaToixeio gival oTepewPEVO aTRV
€YYUG ECWTEPIKN ETTIPAVEIN TOU OTEAEXOUG, 5 mm atTd TNV ETTIPAVEIR TOU AKPOU
KPUOTTN&iag TTou £pYETal OE ETTAQN PE TOV IOTO, YIa va eaviel Bepuokpaaieg o€
TTpayuatiké xpovo otnv KovooAa. H Aapr gival TTpoocapTtnuévn o1o aTéAexog. Ol
OWANVEG el0aywyNG Kal e§aywyng Kal To KaAwdIo BeppoaToixeiou diEpyxovTal HEoa aTTd
N AaBn kal ouvdéovTal oTn povada AtriCure Cryo (ACM).

Ta probe kpuoTtnéiag diaTiBevral wg avaAwaoipa probe piag xpriong.

Avadopa os mponyoupevn(eg) yevid(€g) R mponyoUueveg mapaAAayEg, AV UTTAPXOUV, Kol
nepypadn Twv Stadopwv

To Probe kpuotinéiag CRYO1 eykpiBnke apxikd amd tnv BSI Tov lodvio Tou 2009.
To AtriCure CRYO2 oxedidoTnke wg evaAAakTIKA Auon yia 1o CRYO1.

o Avri va 810611 TTPpOOTATEUTIKA KAAUPWOTA probe yia Tnv TTpooTagia Tou eAatou
dkpou Katd TNV atrooToAf, To0 CRYO2 amooTéAAeTal pe éva avadITTAOUNEVO
AKOUTITO OTEAEXOG TTOU KOAUTTTEI TO EAATO AKPO.

o AMeg pIKpEG allayég TTepieAGUBavay Eva OET IO EUKAUTITWY CWARVWY Kal
aAAayég otn AaBn yia Tn BeATiwon Tng dIadIkaoiag KATaoKEUNG.

To CryoFORM (CRYOF) givai pia eréktacn tou probe kpuotngiag CRYO2. O1 aAAayég
évavt Tou CRYO2 mrepiAapuBavouy Ta €€AG:

o To akpo kpuoTrnéiag gival atrd avogeidwTo XAAuBa, TTpdyua TTou SIEUKOAUVEI TV
Kapyn.

o H kataokeun givalr auAakwTr Kol Ox1 OUAAr.

o H eCwrtepiki didpeTpog ToIKiAAEl KaTG MAKOG Tou Akpou kpuoTrnéiag (3-4 mm),
evw n diapeTpog Tou CRYO2 eival oTaTikn (4 mm).

o To eowTteplkd eAaTApIo OTAPIENG TOU probe eCaAcipBnke AOyw TNG QUAAKWTAG
oxediaong amd avoéeidwTo xadAuBa.

o Tooer owAvwy avaBabuioTnke yia va BeATiwBEi n eueAigia. Autr) n avafdaduion
éyive emmiong ato CRYO2 kai o CRYO3 1ov ®efpoudipio Tou 2020.

o H xpwoTikr] oucia Tou GkauTTou OTEAéEXOUG GAAAEE ammd paUpo O€ yKPI PE
TapTroypagia (pad print).

To probe CRYO3 Atav yia €TEKTOON YPAUUAS TTPoidvTog yia To CRYO2 kal o CRYOF.
O1 aMayég TrepidapBavouy Ta e€AG:

o To ghatd uAIKd Tou dkpou KpuoTtnéiag Tou probe (kpdua aAoupiviou) GAAage
woTe va auénBei n eharoTtnTa. O1 dokiuég (Bench testing) £€deifav 611 TAnpouvTal
6Aa 1o kpITApla atrodoxfg. To kpdua ahoupiviou Tou CRYO3 kpiBnke
BiooupBaTo.

o H xpwaoTik ouaia Tou AkauTTou aTeAEXOUG AANage aTTd paupo o€ PTTAE, WOTE
va uTttdpxel OTITIKA  dlagopotroinon petaty CRYO2 kar CRYO3. To
TTOAUQVOPOKIKO UAIKO Baong Trapéueive apetaBAnTo. H dokiun empBeBaiwoe Tn
BloouppatétnTa.
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3.3.

3.4.

o To eowtepikd eAatrpio Tou probe (dev gival opatd f dev EPXETAI OE ETTAQPN ME

TOV I0TO) ETTIPNKUVONKE yIa va TTapéxel TTPOoBETN utTooTHpIEN SIaPOPPWOn.
Tov ®eBpoudpio Tou 2020, eykpiBnkav ol TTapakaTw aAAayég ammd Tnv BSI:

o To CRYO2 kai To CRYO3 tpotToTToifénkav TTPOoKEINEVOU va XPNOIPOTTOIoUV TO
i010 UAIKO TOU O€T HOKPIWV CWANVWY Kal Tov idlo oUvOeauo €10000u/e€6d0U
agpiou pe 10 CRYOF, wote va BeAtiwBei n duvardtnTa KATOOKEUNG TNG
OUOKEUNG.

o H ouokeuaoia dAAage, atro Eva évBeTo aTrd XapTovi o€ pia Bikn Tyvek, woTe va
xpnoiyotroinBei évag Bepuodiauopewuévog diokog PETG pe katrdki Tyvek.

Tov AtrpiAio Tou 2020, eykpiBnkav ol TTapakdTw pun ouciwdelig ahAayEg atd Tnv BSI:

o AvaBaBpuiotnke To UNIKO TNG KOVTAG e€aywyng. O TPEXWY KOVTOG EUKAUTITOG
owARvag e€aywyng TTou KaAUTITETAlI aTTO évav AUAGKWTO £EWTEPIKO OWARVQ,
AGAAage o€ évav KaAUTEPA PJOVWHEVO, TTIO EVOOTIKO CWARVA, O OTT0I0G KAAUQONKE
TTEPAITEPW ATTO VA CUPPIKVOUNEVO UPACHA KAl Eva EEWTEPIKO Upavto Bnkapl.
To e0WTEPIKO Kal TO €EWTEPIKO UAIKG gival idlo pe auTd TTou XpnaoiuoTrololvTal
OTO OET POKPIWV CWAAVWY TNG OUuoKeung. MNa va xwpéoel o vEOoG KOVTOG
€UKAPTITOG OWANVOG £Eaywyng, TTpayuatotroinénkav aAAayég dlacTdoswy oTa
eCaptTiuaTa ouvapuoyng. To eEwTepikd u@avtd Onkdpl cuykpaTeiTar e
OUPPIKVOUNEVO CwAfva Trdvw ammd Tov TIpocapuoyéa Tou probe. O
OUPPIKVOUNPEVOG GUYKPATNTIKOG CWAAVAG O€ auTd TO TTEPIPEPIKO AKPO ATTOTEAEI
TP0ooBiKkn véou UAIKOU. O cuppIKVOUUEVOG CWANVAG OTO £yyUg AKPo givar idlog
ME auTOV TTOU XPNOIKOTIOIEITAI OTO OET HAKPIWY CWANVWY TNG GUOKEUNG.

o Mia ghaoTopepric podéAa TTPooTEBNKE eowTEPIKA evidg TNG AABRg woTe va
TTANpoUTal N ATTAITNON CUYKPATNONG TNG AABrG.

o H diadikagia ouykdAAnong BepuooToixeiou peTagly TOu BeppoaTolxeiou Tou
probe kal Tou BeppoaTolxeiou Tou OeT CWARVWY avaBabuioTnke, ammd [N
QUTOPATN O€ NUI-auTOuaTn dladikaaia.

Nepypadn Tuxov mapeAKopEVWY IOV Tipoopilovtal va Xxpnotuonondolv og cuvbuaouo
LLE T OUOKEUR

Ta probe kpuoTrn&iag TpoopiovTal yia xpAon pe tn povada AtriCure Cryo (ACM) kai Ta
eCaptmuatd Tng (08401439000000000000004ZH). H ACM £xe1 dUo TTapeAKOUEVA: TOV
OUVOECHO UKaPTITOU owARva e¢aywyrg (08401439000000000000005ZK) kai Tov
T050310K6TTTN (08401439000000000000006ZM).

Nepypadn Tuxov AAAWV CUCKELWV Kal TIPOIOVTIWVY IOV Ttpoopifovral va Xpnotpomnotnfouv
OE CUVSUAOMO LLE TN CUOKEUN

BA. Evétnra 3.3.
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4. Kivbuvol KkatL mpoelSonoloeLg
4.1. YrioAswpotikoi kKivbuvol kat averl@OpnTeg evEpyELeG

O1 uttoAcippartikoi Kivduvol TTou oxeTiCovTal UE T XPHon Twv probe kpuoTtrngiag
Teplypdgovtal oTig MNpogidotroinoeig kai Tig MNpo@uAdgelg Twv Odnyiwv XpAong Kal aTnv
EvotnTta 4.2 autrig Tng SSCP kai TrapatiOgvTal oTov TTapaKkAaTw Tivaka.

Kivduvog (BAdBn) EKTIHWPEVN E€UQAVION UTTOAEIMHOTIKOU
KivSuvou®
Noipwén <0,5%, peta&u 1 og 200 kai 1 o€ 1.000

EvoxAnon ry/kar auyxuon

<0,5%, petatu 1 o€ 200 kai 1 o€ 1.000

Aduvapia oAokApwaong Tou TUAPOTOG
KpuoTttnéiag ™G TAUTOXPOVNG
dl0dIKaoiag

<0,1%, AiyoTepo atté 1 o€ 1.000

Aduvapia oAokAripwaong NG autévopung
diadikaoiog KPYOIMH=IAZ

<0,1%, Aiyotepo amo 1 og 1.000

Alpoppayia TTou xpridel Trapéupacng

<0,5%, peta&u 1 og 200 kai 1 og 1.000

TpauuaTiopydg TToU  XPrlel TTaPOXAS

<0,1%, AiyoTtepo atto 1 o€ 1.000

TIPWTWV BonBeiwv

Apgoppayia  1ou  amairei  KAAuppa | <0,5%, petagu 1 o€ 200 kai 1 o€ 1.000
yéalag/oTik oTTéyyou (sponge

stick)/triean/evdoyeipoupyikn

TTaPOXETEUCN

Aipoppayia TTou aTTaITEl paupaTa <0,5%, uetagu 1 og 200 kai 1 o€ 1.000

EmmimroAng kpuotrdynua <0,1%, Aiyotepo amo 1 og 1.000 aoBeveig

‘Eykaupa 1eTépTou Baduou <0,1%, AiyoTtepo atto 1 o€ 1.000

214010 TIPIV QMO TO  KPUOTTAynua
(frostnip)

<0,1%, AiyoTtepo atto 1 o€ 1.000

Ev Tw BaBel kpuoTAynua <0,1%, Aiyotepo amo 1 og 1.000

ATo@pagn peiCovog aigopdpou ayyeiou | <0,1%, Aiyotepo améd 1 o€ 1.000

dAeBokopBikr) TTavon/Bpadukapdia <0,1%, Aiyotepo amo 1 og 1.000

KOATTOKOINOKAG ATTOKAEITUOG <0,1%, Aiyotepo amé 1 og 1.000

>1évwon ayyeiou <0,1%, Aiyotepo amo 1 og 1.000

Eyke@aAiko eTTeI06d10 <0,1%, MiyoTtepo atté 1 o€ 1.000

EAdoowv Tpaupatiopdg ToU  XpAdEl
TTapOXNG TTPWTWYV BonBeilv

<0,1%, Aiyotepo amo 1 og 1.000
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AeppaTikdG TPAUUATIONOG TTOU  XPrdel
TTAPOXNAG TTPWTWV BonBeiwv

<0,1%, AiyoTepo atté 1 o€ 1.000

Auo@opia

<0,1%, hiyoTepo atté 1 o€ 1.000

Kolhiokr} appuBpia

<0,1%, hiyoTepo atté 1 o€ 1.000

2UCTNUATIKA aveTTIOUUNTN avTidpaon

<0,1%, Aiyotepo amo 1 og 1.000

Aedopéva TTou dnuioupynRdnkav aTrd TTaPATTOVA.

MNa k&6¢ kivouvo TTou evrotrioTnke yia Ta probe CRYO2, CRYO3 kai CRYOF, o cuvoAikég
KivOUvOoG £XEI METPIOOTED KAl PEIWBEI 600 To duvaTdv TTEPICOOTEPO.

4.2. MNpoeldomnour)oeLg Kat PpopUAAEELS

Mposidotroinosic — CRYO2/3

AloBdaoTe TTpooekTIKG OAEZX TIG 0dnyieg MPIN atmé mn xprion. Eadv dsv akoAoubroeTe
TIG 0ONYi€Eg, TIG TTPOEIDOTTOINCEIG KAl TIG TIPOPUAGEEIG, evOEXETAl va TTPOKANBEI Cnuid
OTn OUOKEUN /KAl TPAUUATIONOG Tou aoBevoug.

AlaBdoTe mpooekTikd OAEZ TIg 0dnyieg MNMPIN atd tn xprion. Edv dev akoAoubAoeTe
116 MpogidoTroinacig kai Tig Npo@uAdgeig Tng KovadAag tou CryolCE Box (ACM), Tnv
TTEPIYPA®PT], TOUG pUBPOUG PONG KOl TO XAPAKTNPIOTIKA TOU TTPOIOGVTOG, PTTOPEI va
TTPOKANBEi BAGPRN TNG CUOKEUNG f)/Kal TPAUPATIONOG Tou aoBevoUg.

To PROBE Tpémel va xpnoldoTtrolgital JOvo atmmd owoTd  EKTTAIOEUPEVO KAl
TNOTOTTOINUEVO 10TPIKG TTPOCWTTIKG. H akaTAAANAN Xprion TNG CUOKEUNG WTTOPE va
odnynoel o€ aTroTuxia TTapoxXAg TNG TTPORAETTOPEVNG BepaTreiag ry/kal TRV TTPOKANGN
ooBapou TPauuaTIGHOU.

Ta eCaptiuata g ACM dev gival KaTAAANAG yia Xprion TTopoucsia €UPAEKTOU
avaiodnTIKoU JiydaTog TO OTTOI0 WTTOPEl va TTPOKAAECEl TTUPKAYIG 1 €KPNnEn, ME
ATroTéEAEOUA TOV TPAUUATIONS A/Kal Tov BdvaTo Tou XprioTn Kal Tou aoBevoug.

Edv n amooTeipwpévn ouokeuaoia TTéoel KATW f/Kal KATAoTpa@ei 1 TapaBiacTei
0 QaTooTeElpwUévog  @payudg, atroppiwyte TN ouokeurp kar MHN  THN
XPHZIMOTIOIEITE. H mapafiacn Tou ammooTeIpwuévou @payuou PTTopEi va odnynoel
o€ Aoipwén.

H diauépewoaon Tou EAatou Turuatog Tou PROBE e otro10vanTOTE GAAO TPOTTO EKTOG
atd autdv TToU UTTOOEIKVUETAI OTIG AKOAOUBEG odnyieg uTTopEi va TTPOoKaAEael Cnuid
o1o PROBE kai ptropei duvnTikd va TTpokaAéael BAGRN oTov 10TO6.

Mnv kdautrrete To EAaté Tufua tou PROBE katd 1 &idpkeia Tng Asitoupyiog
KATAWY=HZ 4 ANMOWYZ=HZ. Mtopei va 1TpokAnBei dlappor) agpiou UG UWNAN
TTieon Tou JTTopEl duvnTIKA va TTPOKOAEcEl OIdTpnon 10Tou, akouaia BAABN A
TpauuaTioud Tou XpAOoTN.

BepBaiwBeite 611 n KONZOAA egival otn Aeiroupyia ETOIMO kai 611 n Bepuokpaaia Tou
PROBE civai avw Twv 0 °C (32 °F) Trpiv TTpayuaToTroindei eTagn Je Tov I0TO, WoTE
va atro@euxBei akoualia KpuokaTdAuan.

Mn xpnoiyotroicite uttePBOAIK dUvaun katd tn Xpron Tou PROBE wote va
atropeuxBei n TTPOKANon BAGRNG otov 10T6.

Mn xpnoiyotroicite To PROBE yia va katayugete 1016 0TO €0WwTEPIKO TTAAAOUTAG
kapdidg. H xprion Tou PROBE yia Tnv katdyuén 10To0 0To E0WTEPIKO TNG TTAAAOUCOG
KapdIAg evoéxeTal va TTPOKAAETEI cOBapd TPAUUATIONO TOUu XPAOTN i Tou acBevr.

O1 KaPBIOKEIPOUPYIKEG ETTEUPACEIG UTTOPEI VA TTPOKAAECOUV UNXAVIKG appUBUiEG.
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H kpuokatdAuon Trou TrepIAQUPBAvVEl OTe@aviaia ayyeia €xel OUOXETIOTEN ME
eTakOAoudn KAIVIK& onuavTikl aptnpliaki oTévwon. Eivar ayvwoto €dv n
kpuokataAuon pe To PROBE Ba €xel autd To atToTEAEOUA, OAAG OTTWG I0XUEl O OAEG
TIG ev AOyw O1adIKaaies, Ba TTPETTEl va €i0TE TTPOCEKTIKOI LOOTE VA EAAXIOTOTIOIEITAI N
TTEPITTA ETTAPR YE OTEQAVIAIQ ayyeia KATd TNV KpuokataAuan.

Mpiv evepyotroifjoete TN Acitoupyia Katdwuéng, empeaiwvere mavra 011 1o EAaTO
TuAua Tou PROBE ¢ival TtommoBetnuévo OTwg emBUpEiTE Kal 0TI eV UTTAPXEI
avemluuntn emagn 10ToU pe 1o EAatd Tunua tou PROBE 1| T0 AKQUTITO ZTEAEXOG
Tou PROBE woTe va atmmogeuxBei n akouola Kpuo-TrpookOAAnon (cryoadhesion)
f KpuokaTdAuan.

Na €ioTe TTPOOEKTIKOI WOTE va atto@elyeTal N Kivnon Tou PROBE evw utrdpxel kpuo-
TTPookOAAnan (cryoadhesion), yia Tnv TTpOANwn TnG akouolag BAGRNG 10ToU.

MNA MIA MONO XPHZH. MHN emavaxpnoigoTroigite, emmavetegepyaleoTte oUTe va
ETTAVATTOOTEIPWVETE.  H  emavayxpnoiyotroinon, n  emavemegepyasia 1 n
ETTAVATTOOTEIPWON PTTOPEI va BE0ouV O€ KivOuvo Tn SOMIKA apTIOTNTA TNG CUCKEUNRG
/kal va odnyfoouv o€ PAABN TNG OCUOKEUAG, TTPAYHUA TTOU UTTOPEl PE TN o€Ipd TOU
pTTOPEl va TTpoKaAéoel TpaupaTiopd, acBéveia | Tov Bdvato Tou aoBevolug. H
ETTAVAXPNOIYOTTIOINGN, N ETTAVETTECEPYATIA A N ETTAVATTOOTEIPWON PTTOPEI €TTIONG Va
dnuioupyrjoouv Kivduvo pdAuvong TNG CUOKEUNG f/Kal va TTPOKAAETOUV AOiNwéEN Tou
aoBevolg 1 empoAuvon, oupTtrepIAapfavopévng, €evOEIKTIKA, Tng HeETAdoong
Aoipwdwv véowv atrd Tov évav acBevry atov dANo. H pdAuvon Tng CUOKEUNG PTTopEi
va odnynoel o€ TPauPaTIoONo, aoBéveia A Tov BavaTo Tou aoBevoug.

MpouAaésic — CRYO2/3

To PROBE c¢ival ouppaté poévo pye 1o ACM cryolCE Box. Mn xpnoiyoTrolgite 10
PROBE e kavéva dA\o ouoTnua, yia TV ammoeuyn Tpaupatiopou f/kal TpokAnong
{NMIGG oTOV EEOTTAIONO.

Mnv TTepiopileTe, OTPEPAWVETE, OQIYYETE (| KATAOTPEQPETE WE AAAO TpoOTTO TO EAGTO
Tunua tou PROBE A Tou ZwArva, Kabwg autd Ptropei va dIakowel Tnv 000 TTapoxns
agpiou, ATTOTPETTOVTAG TN CWOTA KaTawuén r/kar améyuén Tou PROBE.
AkoAouBnoTe TIG TUTTIKEG 0Onyieg yia TOV AaC@OA XEIPIOWO Kal ATToBrikeuon
deCauevwv agpiou uYnAAg TTieong.

Mpémer va dievepyeital acpaAing eEaywyn Tou agpiou UTTOLEIdiOU Tou adwTou.
AKOAOUBNOTE TIG TUTTIKEG VOOOKOUEIOKEG OONYieG ylO Ta ETITPETTOMEVA ETTITTEDQ
OUYKEVTPWONG.

BeBaiwbeite 611 n KONXOAA cival otn Acitoupyia ‘ETOIHO TTPIV ETTIXEIPIOETE VO
ouvdéoete To PROBE. H fagviki atreAeuBépwon aegpiou utrd Trieon Pimopei va
TpokaAéael Tn ocuoTtreipwon Tou PROBE, tpdypa TTou JTTOpEl va TTPOKOAECE!
TPAUNATIOUO TOU XEIPIOTH A TOU a0Bevr).

O1 eTravoAappavopeves KAUWEIG oTnv idla B€on evoExeTal va TTpOKAaAéoouV NI OTO
EAaté Turua Tou PROBE 1TpokaAwvTag SUCAEITOUPYIO TG CUOKEUNG.

To eAatd dkpo Tou PROBE 0¢v TpéTTel va KAUTITETAI O€ GKTiva HIKPOTEPN atrd 13 mm
(0,5 ivioeg).

AlokOWTE auéowg TN XPrRon o€ TePITITwan TTou ikaleTal rapapiacn Tou PROBE, yia
va atmo@euxBei n ammeAeubépwaon temeopévou agpiou N20 kal 0 TPAUPATIOPOG TOU
aoBevn ) Tou XpRoTN.

To EAaté Tunua tou PROBE éxel mrepiopiopévn didpkeia Asitoupyikng Cwng. Edv
TpoBAETTOVTaI TTAvw a1rd 8 KUKAOI KAUWNG, ouviaTdTal n xprion delTepou probe.

To epipepikd Akpo Tou AkauTTou oTéAexog Tou PROBE &ev rpétrel va KauTITETAI
TEPIOOOTEPO aTTd 5 cm (2,0 ivioeg) ammd Tnv eubeia B€on.
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Mn xpnoiyotroieite To PROBE edv €xel umrooTei ¢nuid, &16TI autd ptropei va
TTPOKOAETEI BUTAEITOUPYia TNG oUOKEUNG. O1 eTTavalauBavoueves KApWeIg oty idia
Béon evdéxetal va TTpokaAéoouv ¢nuid oto Akaumito 2TéAexog Tou PROBE. To
AkapTtiTo 2Z1éAexog Tou PROBE €xel Trepiopiopévn dIApKeIa AeIToupyikAg Cwnig. Edv
TPoRAETTOVTAI TTAVWw aTTd 7 KUKAOI KAUWNG, ouVvIoTATal n Xprion delTepou probe.

Mn xpnoiyotroieite To PROBE edv €xel umrooTei ¢nuid, O16TI autd pTTopei va
TTpokaAéael duaAeitoupyia Tng cuokeuns. To PROBE éxel trepiopiopévn didpkeia
Asitoupyiknig Cwng. Edv mpoBAémovial mavw ammd 14 kikhor WoEng/Amowuéng,
ouvioTaTal n xpron 6sutepou probe.

Na eiote TpooekTikoi eviwd N KONZOAA eival og Aegitoupyia ATToyuéng, kKabwg Kai
KaTa Tn didpkeia ektovwong agpiou N20, 8161 To PROBE ptropei va wuyBei apkeTa
Kal va TTPOKANBEi Kpuo-TTPookOAANGn (cryoadhesion).

Bepaiwbeite 611 n KONZOAA civar otn Aciroupyia ‘EToiyo Tipiv €TIXEIPACETE VA
armroouvdéoete To PROBE. H Eagvikni ameAeuBépwon agpiou utrd Trieon PTropei va
TpokaAéael T cuoTtreipwon Tou PROBE, mpdypa Tou JTTOPEl va TTPOKOAECE!
TPaUMATIONO TOU XEIPIOTA  TOU a0BEVN.

Mposidomroinosig — CRYOF

AlaBdoTe TpooekTIK@ OAEX TIg 0dnyieg MPIN atrd 1 xprion. Edv dev akoAoubrioeTe
TIG 0dNYieg, TIG TTPOEIOTTOINCEIG KAl TIG TIPOQUAAEEIG, evOEXETAI va TTPOKANBET Cnuid
OTn OUOKEUN /KAl TPAUUATIOPOG Tou aoBevoug.

AilaBdoTe TpooekTikG OAEZ Tig 0dnyieg MNMPIN atd mn xprion. Edv dev akoAouBrioete
TIG MpoeidoTroinaeig kai Tig MNpo@uAdgeig Tng KovadAag Tou CryolCE Box (ACM), Tnv
TTEPIYPAPH], TOUG pUBUOUG PONG KAl TO XAPAKTNPIOTIKG TOU TTPOIOVTOG, UTTOPEI va
TTPOKANBEi BAGPRN TNG CUOKEUNG /KAl TPAUPATIONOS Tou aoBevolg.

To PROBE mpémel va xpnoigotrolgital Povo amd OCwoTd  eKTTAIDEUPEVO KAl
TNOTOTTOINUEVO 1ATPIKG TTPOCWTTIKG. H akatdAAnAn xprion Tng CUOKEUNG UTTOPED va
odnynoel o€ atroTuXia TTapoxng TNG TTPoRAeTTOUEVNG BepaTreiag A/kal TNV TTPOKANGN
ooBapou TpauuaTiouoU.

Ta eCaptiuata ™G ACM dev eival KatGAANAa yia xprion TTapoudia €U@AEKTOU
avaiodnTikoU Miyuatog TO OTToi0 UTTOPEi va TTPOKOAETEl TTupKayid 1 ékpnén, ME
ATTOTEAETA TOV TPAUUATIONO R/Kal Tov B&vaTo TOU XProTn Kal Tou aagBevoug.

Mpétrel va €ioTe TTPOOEKTIKOI pE aoBeveic pe €IKAOPEVEG | YVWOTEG AAAEpYieg N
uTTEPEUAICONCia OTO VIKEAIO, TO OTTOIO UTTAPXEl O€ MIKPEG TTOOOTNTEG OTO probe
cryolCE cryoFORM.

To probe cryolCE cryoFORM Trepiéxel pia pIkp TO0OTNTO KOPBAATIOU, TO OTTOIO
Bewpeital ouaia TTou TTPOKAAEi avnaouyia.

Edv n atmooTteipwuévn cuokeuaoia TTEoEl KATW f/Kal KaTaoTpagei ) TapapiacTei
O QATTOCTEIPWHEVOS  @payudg, atmoppiwte TN ouokeurp kai MHN  THN
XPHZIMOTOIEITE. H mapafiacn Tou ammooTEIpwPEVOU @PAyHOoU UTTOPET va 08nNyAoEl
o¢e hoipwén.

Mnv kautrrete 70 EAaté Turjua tou PROBE katd 1n didpkeia NG Asiroupyiog
KATAWY=HzZ 1 ANTIOWY=HZX. Mmropei va T pokAnBei diappon agpiou UTrd uWnA TTieon
TTOU UTTOPEI dUVNTIKA va TTpokaAéael dIATpnan 10ToU, akouaola BAGRN A TPAUUATIONS
TOU XpNoTn.

BepaiwBeite 611 n KONZOAA eivai atn Aeitoupyia ETOIMO kai 611 n Bepuokpagia Tou
PROBE cival dvw Twv 0 °C Trpiv TTpayuatotroin®ei emagr pe Tov 10TO, WOTE Va
ammopeuxBei akouala Kpuo-TTPOoKOAANCn (cryoadhesion).

Mn xpnoipotroigite utrepBoAikfy duvaun katd Tn xperion tou PROBE wote va
atropeuyxBei n TpdkAnon BAGRNG oTov I0TO.

Mn xpnoiyotroicite To PROBE yia va katayuUeTe 1010 0TO €0WTEPIKO TTAAAOUCAG
Kapdiag. H xprion Tou PROBE yia Tnv katawugn 10100 0TO E0WTEPIKO TNG TTAAAOUCAG
KOopdIAG evOEXETAI VO TTPOKAAETEI GCORAPO TPAUNATIONO TOU XPROTN 1) TOU aoBEVA.

O1 KOPBIOKEIPOUPYIKEG ETTEUPATEIG PTTOPEI VA TTPOKAAETOUV UNXAVIKA appubuies.
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H kpuokatdAuon Trou TrepIAaUPBAvVEl OTEQAvIaia ayyeia €xel CUOXETIOTEI ME
ETTAKOAOUON  KAIVIKGA onuavTik aptnpioky] oTtévwon. Eival dyvwoTto e€dv n
kpuokatdAuon pe To PROBE Ba éxel autd To aTTOTEAETHA, AAAG OTTWG I0XUEI OE OAEG
TIG ev AOyw O1adIKaaieg, Ba TTPETTEN va €i0TE TTPOCEKTIKOI WOTE VA EAAXICTOTTOIEITAI N
TTEPITTA ETTAPR YE OTEQAVIAIQ ayyeia KATd TNV KpuokatadAuan.

Mpiv evepyotroinoete mn Acitoupyia Katdwuéng, empBefaiwvere avra 011 10 EAaTd
TuAua Tou PROBE civar totroBetnuévo Ommwg €mBupeite kal o011 Ogv UTTAPXEI
avemmouunTn ema@r 10Tou Pe 10 EAatd Tunua tou PROBE 1 TO GKAPTITO GTEAEXOG TOU
PROBE woTte va ammo@euxBei n akouola Kpuo-TIpookOAAnon (cryoadhesion)
 KpuokaTdAuan.

Na €ioTe TTPOCEKTIKOI WOTE va atroevyeTal n Kivnon Tou PROBE evw utrdpyel kpuo-
TTPookOAAnon (cryoadhesion), yia Tnv TTpAANWnN TnG akouolag BAGRNG 10ToU.

MNA MIA MONO XPHZH. MHN etmravayxpnoigotroeite, emaverefepydlecte oUTe va
ETTAVATTIOOTEIPWVETE.  H  emavaxpnoiyotoinon, n  €mavemeéepyadia 1 n
ETTAVATTIOOTEIPWON PTTOPEI va BEooUV G€ Kivouvo Tn OOUIKA apTIOTNTA TNG CUOKEUNRG
f/kal va odnyfoouv o€ BAABN TNG OUOKEUNG, TTPAYUA TTOU UTTOPEI PE TN O€Ipa TOU
MTTOPEl va TTpoKaAécEl TpauuaTiopd, acBéveia r tov Bdavaro Tou aoBevoug. H
ETTAVAXPNOIYOTTOINGN, N ETTAVETTEEEPYATIA ] N ETTAVATIOOTEIPWON UTTOPEI €TTIONG VA
dnuioupynoouv Kivduvo JOAUVONG TNG OUCKEUNRG H/Kal va TTPOKaAEGouv Aoipwén Tou
aocBevolg 13 empudAuvon, ouptreplAauBavopévng, evOEIKTIKA, Tng MPeTAdooNG
Aolpwdwyv véowv atrd Tov évav acBevy otov dANo. H pdAuvon Tng cuoKeung PTropei
va 0dnyroel o€ TPAUPGTIOPO, acBéveia i Tov BGvaTo Tou acBevoug.

Mpo@uAdéeic - CRYOF

To PROBE cival cupBaté pévo pe 1o AtriCure cryolCE BOX. Mn XpnOIUOTIOIEITE TO
PROBE e kavéva Ao ouoTnua, yia TNV ammoQuyr] TpaupaTticpou f/kal TTpokAnong
{nuidg oTov €COTTAICUO.

Mnv TreplopiceTe, oTPERAWVETE, CPIYYETE (| KATOOTPEQPETE PE AAAO TPOTTO TO EAaTO
Tunua tou PROBE A Tou ZwArva, Kabwg autd ptropei va dIakowel Tnv 080 TTapoxns
agpiou, ATTOTPETTOVTAG TN CWOTA KaTtaguwn rfi/kar améyuén Tou PROBE.
AkoAouBrioTte TIG TUTTIKEG 0Onyieg yia TOV ac@OAA XEIPIOWO Kal atroBrikeuon
OeCauevwv agpiou uYnAAg TTieong.

Mpémer va dievepyeital aocpaing eEaywyn Tou agpiou UTTOEEIdioU Tou adwTou.
AKOAOUBNOTE TIG TUTTIKEG VOOOKOUEIOKEG OBNYiEG yIO TA ETITPETTOMEVA ETTITTEDQ
OUYKEVTPWONG.

BeBaiwbeite 611 n KONXOAA cival otn Acitoupyia ‘ETOIHO TTPIV ETTIXEIPHOETE VO
ouvdéoete To PROBE. H fagviki atreAeuBépwon aegpiou utrd Trieon Pimopei va
TpokaAéael T cuoTtreipwon Tou PROBE, mpdypa TTou UTTOPEl va TTPOKOAECE!
TPAUNATIOUO TOU XEIPIOTH A TOU a0Bevr).

AlakéyTe apéowg Tn Xpron o€ TTEPITITwon TTou IkaleTal Trapafiacn Tou PROBE, yia
va ato@euxBei n ameAeuBépwon temiecopévou agpiou N20 kal o TpaupaTiIopdg Tou
aoBevn f Tou XpRoTN.

To EAaté Tunua tou PROBE éxel mrepiopiopévn didpkeia Asitoupyikng Cwng. Edv
TpoBAETTOVTAI TTdvw aTtTd 4 KUKAOI KAUWNg, ouviaTdral n xprion deltepou probe.

Mn xpnoiyotroieite To PROBE edv €xel umrooTei ¢nuid, &16TI autd ptropei va
TTPOKOAETEI BUTAEITOUPYia TNG OUOKEUNG. O1 eTTavaAlauBavouevesg KAPWeIg oty idia
Béon evdéxetal va TTpokaAéoouv ¢nuiG oto Akaumito 2TéAexog Tou PROBE. To
AkapTtiTo 21éAexog Tou PROBE €xel Trepiopiopévn dIApKeIa AeIToupyikAg Cwis. Edv
TTPoBAETTOVTAI TTAVW OTTO 7 KUKAOI KAUWNG, GUVIOTATAI N Xprion delTepou probe.

Mn xpnoigotroieite To PROBE edv €xel umrooTei ¢nuid, O16TI autd pTTopei va
TTpokaAéael duaAeitoupyia Tng cuokeuns. To PROBE éxel trepiopiopévn didpkeia
Asitoupyikng Cwng. Edv mpofAémrovrar mavw ot 7 kukAhor Wigng/Améywuing,
ouvioTdTail n XxpAon dedTepou probe.
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e Na ciote TpooekTIKoi eviw N KONZOAA cgival oe Asiroupyia ATTéyuéng, Kabwg Kai
katd Tn didpkela ektévwong agpiou N20O, 81611 To PROBE ptropei va wuxBei apketd
Kal va TTpokANBei Kpuo-TTpookoAAnan (cryoadhesion).

o BeBaiwBeite 611 n KONZOAA cival otn Acitoupyia ‘EToigo Trpiv €TmIXEIPAOETE va
atmmoouvdéaete To PROBE. H Eagvikn ateAeuBépwaon agpiou utré Trieon PTTopEi va
TpokaAéael Tn ocuoTtreipwon Tou PROBE, mpdypa TTou JTTOPEl va TTPOKOAECE!
TPAUNATIOUO TOU XEIPIOTH A TOU aoBevr).

4.3. AN\eg oXeTIKEG TTUXEG TNG aodalelag, ocuuneptlappavouévng pag nepiAndng
onotaodnnote StopOwtikig evépyelag aodaletag [(FSCA) oupunepilapBavopévng tng
eldonoinong yia Stopdwtikn evépyela aodaletag (FSN)] katd nepintwon
H AtriCure e£¢dwaoe pia e1dotroinon avakAnong yia 1o probe CRYO2 oTig 21 Noguppiou
2014, yia éva eAGTTWPG CUCKEUATIAg TTOU UTTopoucE duvnTIKA VO TTPOKAAETE!
TapaBiaon Tng oTelpdTNTag. MéXpl TNV 31n Mdiou 2021, dev éxel uTTdpEel Kapia GAAn
avakAnon tpoiévtog rp FSCA yia 1o CRYO2, to CRYO3 13 To CRYOF.

5. Mepidnyn ¢ KAWLIKAG aLOAGYNong Kat TG KAWVLKAG TtapakoAouBnong petd tn dtdbeon otnv
ayopd (PMCF)

MeTa Tnv KAIvIKf) agiohdynon yia To CRYO2, 1o CRYO3 kai To CRYOF, guvdayerai 1o
OUMTTEPATA OTI 6A0I OI KAIVIKOI KivOuvol €xouv JelwBei 600 To duvaTdv TTeEPIToOTEPO XApn
oTov oXedlaoud TNG CUOKEUNRG, TNV ETTICHKAVAN KAl TV EKTTAIOEUCT TwV TTPORAETTOUEVWV
XpnoTwyv, cupewva e 1o Mpodypaupa Alaxeipiong Tng AtriCure. Ta o@éAn Twv probe
CRYO02, CRYO3 kai CRYOF e¢akoAouBouUv va utrepTepoUV Twv KIVOUVWYV. Agv £XOUV
eVTOTTIOTEI VEEG BAGBES 1 KivOUVOI Kal BEV UTTAPYXOUV N ATTOOEKTOI UTTOAEITTOPEVOI KivOUVOlI,
OTTOTE OEV ATTAITOUVTAI EVEPYEIEG. Ta ATTOTEAETUATA TWV OEdOUEVWV DEIXVOUV BETIKA
atmroteAéapata 6gov apopd TNV atmrdédoaor, XapuNAG TTOC00TA ETTITTAOKWY, KABWG Kal
atrodoxn TNG UTTO £AEYX0 GUOKEUNG OTNV IATPIKA KOIVOTNTA WG ac@aAoUg Kal
ATTOTEAEOUATIKAG YIO TNV KaTAAUoN Kapdiakou 10ToU.

5.1. NepiAnPn KAwikwv SeSopévwv Mou oxetilovtal He LOOSUVAN GUOKEUH, KOTA TepimTwon
Z1nVv KAIVIKA aglohdynon, Ta probe kpuotngiag CRYO3 kai CRYOF tng AtriCure
Bewpouvtal IcodUvapa We To probe kpuotrngiag CRYO2 Tng AtriCure. Ta KAIVIKG
dedopéva atrd Tn dnuooicupévn BiAloypagia cuvoyifovrtal otnv Evétnra 5.3.

5.2. NepilnPn KAwKWV dedopévwv and SievepynBeioeg EPEUVEG TNG GUGKEUAG TPV OO T
xoprynon tng onuavong CE, katd nepintwon
Agv TTpaypatoTToIf|onkav KAIVIKEG €PEUVEG TTPIV ATTO TNV APXIKA Xoprynon Tng CAPavong
CE yia Ta CRYO2, CRYO3 kai CRYOF. O1 kKAIVIKEG HENETEG O€ £€EMIEN ouvowilovTal aTNV
EvotnTa 5.5.

5.3. NepiAnPn KAwkwv Sedopévwv and AAAeg mNyEG, Katd mepintwon.

TpeIg ONUOCIEUPEVEG NEAETEG TTOU EVTOTTIOTNKAV OTNV avalntnan BiBAloypa@iag KAIVIKAG
afloAdynong avépepav dedouéva acPaieiag kal ammédoong pe To probe cryolCE CRYO2.

Ta mpdobeTa amroteAéopaTa avalnTnong BiBAIoypagiag TTou oxeTiCovTal e TNV KPUOKATAAUGH
pe 1o cryolCE ka1 dAAa probe kpuokatdAuong cuvoyilovTal atnv Evétnra 5.4.
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TautéTnTa TNG £pEUVAG/HEAETNG

ApIBUGS uNTPWOU KIVECIKWVY KAIVIKWY SOKIPWV,
ChiCTR-IOR-16008112

Han et al. Z0ykpion Tng diadikaciag AaBupivBou
ME KpuoTTnéia (cryomaze) pe Tn diadikaoia
AaBupivBou «cut-and sew maze» TTou
OlEVEPYEITAI TAUTOXPOVA HE XEIPOUPYIKA
eméuBacn piIrpoeidoug BaABidag: pia
TUXQIOTTOINWEVN BOKIUNA PN KaTwTePoTNTAC!

TautdTNTA THG CUCKEURG

AtriCure cryolCE CRYO2 probe

Mpoopilopevn xprion Tng
OUOKEUNG OTNV épEuva

Kpuoxeipoupyikr] KatdAuon KapdlaKwy
appubuIwY

216)0I1 TNG MEAETNG

Na 1TpoadiopioTei edv n dladikacia AaBupivBou
ME KpuoTTnéia (cryomaze) Atav pn KAatwTepn g
oladikaaiag AaBupivBou pe TOPEG KAl PaPES
[«cut-and sew maze» (CSM)] o€ aoBeveig pe
EUMEVOUDCA I HOKPOXPOVIO EUUEVOUCT KOATTIKA
Mappapuyn, ye TepIBwpio 15% yia v
ammodeIEn Un KAaTwTePOTNTAG

ZxeBI00NOG TNG HEAETNG KAl
Sidpkeia TrapakoAouBnong

Tuxaiotroinuévn, un KaTwTEPOTNTA

Mpwrtevov(Ta) Kai
deutepelov(Ta) KATAANKTIKO(G)
onueio(a)

MpwTeUov: eAeubepia atrd KOATTIKN JOapUOapUYA
XWPIG avTiappuBuikd @appaka oToug 12 urveg
META TN XEIPOUPYIKN KATAAUCN

AcguTtepevov: eAeubepia atmd KOATTIKN
MOPUAPUYH/KOATTIKO TITEPUYIOUS OTOUG 3 Kal

6 ufveg PeTa TN XEIPOUPYIKA ETTEPPROON, Evag
OUVOUQO NGOG 0OBapwWY avETTIBUNNTWY
OupBavTwy

Kpitipia évragng/atrokAgiopou
yio TRV €1MIAOYN aoBeviov

‘Evragn: aobeveig pe epuévouoa rl pakpoxpovia
eppévouca KM trou oxertideTal pue vooo Tng
piITpogIdoug BaABidag, aoBeveig TTou
uttoBAaAAovTaI O€ ETTEPPRATEIS PITPOEIBOUG
BaABidag, ouptrepIAaupBavouévng TnG
OUVOUAONEVNG AVTIKATAOTAONG AOPTIKAG
BaABidag, TNG XEIPOUPYIKAG OPTOOTEPAVIAIAG
TTAPAKaAPYNG JE HOOXEUNA Kal TwV ETTEPPRACEWY
TPIYAWXIVaG BaABidag.

ATtrokAg1op6g6: TTapofuapikh KM, nAikia KaTw
Twv 18 Kal dvw Twv 75, apioTEPOSG KOATTOG

>80 mm, acBeaToTToinon ToU KOATTOU, KAAGUQ
e€wBnong apiotepAg Koihiag <0,30, avTtévdeign
Yo apIwdapdvn A QVTITTINKTIKY aywyr JE
Bapgapivn, évragn ae AAAEG TAUTOXPOVEG
OOKIUEG, TTPONYOUUEVN KApSIOXEIPOUPYIKA
eméUPaon f aAAn Kapdiakn KaTdAuaon Kal
TTavoelg 6 OeUTEPOAETTTWY TTOU KaTadeixOnkav
o¢ Holter 24 wpwv.

Ap1Bpdg evTaxBévTwy aoBeviov

N=100 aoBeveig TTou uTTOBANBNKAV O€
dladikacia AaBupivBou pe kpuotTnéia
(cryomaze)
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N=100 aoBeveig TTou uTTOBABNKAV O€

dladikacia CSM

MANBUOMOG TNG pEAETNG Aiadikagia AaBupivBou pye | CSM
kpuotingia (Cryomaze) HAkia: 58,15+7,49
HAkia: 59,39+7,52 54 (54%)
lNuvaikeg: 64 (64%) Eppévouoca KM:
Eppévouaa KM: 56 (56%) | 43 (43%)
Makpoxpovia epuévouca | Makpoxpovia
KM: 44 (44%) epguévouca KM:
Yméptaon: 11 (11%) 57 (57%)
[Nponyouuevo eyke@aAiké | YTréptaon:
eTTeI06010: 9 (9%) 21 (21%)
AilaBnATng: 5 (5%) Mponyoupevo
AIGueTpOg apioTEPOU EYKEPOAAIKO
KOATTOU: 54,84£7,56 mm ETTEICODIO:
KAdoua e&wbnong 15 (15%)
apIoTEPNG KOIAIOG: AiloBnATng: 4 (4%)
0,55+0,03 AIGUETPOG
apIoTEPOU KOATTOU:
56,91+7,79
KAdopua e&wbnong
apIoTEPHG KOIAIOG:
0,56+0,03

MepiAnyn Twv peBOdWY TNG

HEAETNG

O1 aoBeveig TuxalotroiiBnkav €ite o€ diadikaoia
AaBupivBou pe kpuoTTngia (cryomaze) €ite o€
dladikacia CSM. Metd atrd 3 pAveg, n
XOprynon avtiappuBuIKWY QapUaKwY
OIaKOTINKE €AV 0 aoBevng €ixe AeBokouPIko
pubud. O1 aoBeveig TTapakoAoubrBnkav
TTPOOTITIKA yia 1, 3, 6 Kal 12 prveg.

MepiAnyn ATOTEAECHATWYV

KAIvik6 6¢pelog: EAcuBepia ammd Tnv KM

emTEUXONKE O0TO 85% [AldoTnUa guTTIGTOCUVNG
(Cl) 95%, 0,76-0,91] otnv opdda diadikaciog
AaBupivBou pe kpuottnéia (cryomaze) kai 88%
(Aidotnua epmaoTtoouvng 95%, 0,80-0,94) atnv
oupdda CSM, deixvovtag 6T n diadikagia
«cryomaze» Atav un katwtepn Tng CSM atoug
12 piveg (iR P yia un katwTepdTtnTa =
0,0065).

Agv utmp&e onpavTikn diagopd oTIC coRAPES
avemmouunTeg evépyeleg (=12 otn diadikacia
«cryomaze», n=17 otn CSM, P = 0,315). H
TTEPIEYXEIPNTIKA dlyoppayia kal n didpkela TG
XEIPOUPYIKNG €TTEURAONG, N TTApAPovr) oTn
ME®, n peteyxelipnTikh voonAgia kal N avaykn
yla TTpocwpIvr] BnuaTtoddéTnon Peiwbnkav
onuavTik@ otnv opdda diadikaciag AapupivBou
pe kpuoTtnéia «CryoMaze».

To TTPWTEUOV KATOANKTIKO CnuEio
TTpocdiopioTnke atrd Holter 24 wpwv Kail oxi
atrd Jakpoxpovia TTapakoAoudneon. Ta
TePIBWpIa TTou Baacifovtal o€ aTTOAUTES
METPNOEIS UTTOPOUV BUVNTIKA VA EI0AYOUV

Meplopiopoi TNG MEAETNG
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MEpOANnyia TTpog TN pN KatwTepdTNTA. H
dladikacia AaBupivBou Pe TOPES Kal paPES
[«cut-and sew maze» (CSM)] eival pia
TTOAUTTAOKN S1adikaaia TTou eKTEAEITAI ATTO pIa
TTEPIOPITHEVN OUADA IOTPWV.

Tuxov aveTTdpKeEId CUOKEUNG 1
AVTIKATAOTOOT OUOKEUNG TTOU
oxeriovral e TNV ao@AAEIa 1
TNV ardédoon Katd Tn SidpKeIa
NG HEAETNG

Agv ava@épbnke kapia

TautéTnTa TNG £pEUVAG/HEAETNG

Clinicaltrials.gov: NCT01812356

Jeong et al. Tuxaiotroinuévn doKIuN
Tautoxpovng dladikaciag AaupivBou (maze)
ME TN Xprion utro&eidiou Tou alwTou EvavTl
KpuokataAuong e Baan to apyd?

TautdTNTA TNG CUCKEURG

AtriCure cryolCE CRYO2 probe

Mpoopifouevn xpfion Tng
OUOCKEUNG OTNV £pEuva

KpuoxeipoupyIikr] KatdAuon KapdlaKwy
appuduiwy

21éX0I1 TNG HEAETNG

H olykpion TnG ékBaong oTo 1 £€T0G PIAG
Tautoxpovng diadikaciag AaBupivBou (maze)
ME TN Xprion kpuokatdAuong pe Bdon 1o N2O
£€vavTI TNG KPUOKATAAUCNG E BAGaN TO apyo

2xeS100HOG TNG MEAETNG KAl
didpkeia TrapakoAoldnong

MoVOKEVTPIKA, TTPOOTITIKA, TUXQIOTTOINKEVN

MpwTtevov(Ta) Kai
deutepelov(Ta) KATAANKTIKO(G)
onpeio(a)

Mpwrtevov: Emavepgdvion Tng KM oToug

12 prjveg peTeyXeIpNTIKA

AguTtepevov: kapdiakdg Bavarog, ouvduaouog
MEICOVWY avETTIOUUNTWY KApSIOKWV N
QAYYEIOEYKEPAAIKWY TUUBAVTWYV

KpitApia évragng/atrokAgiopou
yia TnVv £1mIAOYR acBevwv

‘Evragn: 18 eTwv kai avw 1Tou uttoBARBnKav o€
eméuBaon BaABidag kal Tautdxpovn diadikaacia
AaBupivBou pe kpuoTrngia (cryomaze) yia
BaABIdIKA kapdlakrh vOoo e epuévouca KM.
ATTOKAEIOPOG: TTPONYOUEVN
KapdIOXEIPOUPYIKA ETTEPRACT, AoINwdng
evOOKapdITIOO, CUYYEVAG KaPDIOTTABEIQ, JeYAAn
nAIKia >75 £1n, uéyebog apioTePOU KOATTOU

>80 mm, vOG0G TOU OUVEKTIKOU ITOU, OTTWG
vooog AdauavTiddn — Behcet, pétpia

1 MEYOAUTEPN avayévvnan TNG TRIYAWXIVAG

Ap10u6Gg evTaxBEvTwy aoBevv

N=30 1rou uTTOBARBNKAV O€ KpuoKATAAUGH HE
probe cryolCE

N=30 1rou uTToBARBNKAaV 0€ KpuoKaTAAUCH HE
probe CryoFlex
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MANBUOHOG TNG pEAETNG Ymoéeidio Tou alwTtou Apyo
HAIkia: 6019 HAikia: 5519
lNuvaikeg: 14 (46%) lNuvaikeg: 20 (67%)
Aidpkeia KM: Aidpkeia KM:
46160 prjveg 47159 prjveg
YmépTtaon: 6 (20%) Yméptaon: 4 (13%)
AioBATngG: 5 (17%) AiloBATng: 6 (20%)
[Nponyoupevo eyke@aAiké | MNponyouuevo
€TEI00010: 4 (13%) EYKEPAAIKO
EuroSCORE: 4,3+1,8 €TEI00010: 4 (13%)
KAdopua e&wbnong EuroSCORE:
apIoTePAG KoINiag: 3,911,6
57+7,5% KAdopa e€wbnong
AidoTaon apiotepou apIoTePAG KoINiag:
KOATTOU: 5610 mm 56£13,5%
AidoTaon
apIoTEPOU KOATTOU:
5919 mm
MepiAnyn Twv peBOdWY TNG O1 aobeveig evidyBnkav amd tov Mdptio TOU
HEAETNG 2013 €wg Tov Noéuppio Tou 2015. O1 aoBeveig

TuxailotromBnkav  1:1  ¢ite  oe  dladikaoia
AaBupivBou pe kpuoTnéia (cryomaze) pe probe
TT0U BaacifeTal oTn Xpron utto&gidiou Tou adwTou
(cryolCE, AtriCure) c¢ite o€ Oladikaaia
AaBupivBou pe kpuotnéia (cryomaze) pe probe
mou Bagiletar otn xprion apyou (CryoFlex,
Medtronic). O1 aAAoiwoeig TTou dnuioupyndnkav
TepIEAGUBavay nv aTTONOVWON Mg
TIVEUNOVIKNAG QAEBOG, TOV 1006 TNG MITPOEIDOUG,
TO KOTWTEPO TUAMA TOU aPIOTEPOU KOATTOU
EKTEIVOPEVO €WG TO APIOTEPSO KOATTIKO WTio Kal
MéXpI TTANPN aAAoiwon «box» (box lesion), Tov
KOIAOTPIYAWXIVIKO IGOUO Kal TN YPAPMN aTTé TNV
avw KoiAn QAERa £wg TNV KATW KoiAn @AERa. H
epappoyn kpuotngiag dinpkeoe 120 deuT. PE TN
xprion Tou CryoFlex kai 160 dguT. pe TN XpnRon
Tou cryolCE. H mmpwTedouca KapdIoXEIPOUPYIKA
eméUBacn  TpaydaToTroiNOnke  PETA aTTd
katdAuon. H oUykAEIon Tou wWTiou Tou apicTePOU
KOATTOU €yIVE ECWTEPIKA PE PAUUA TTPIV OTTO TN
XEIPOUPYIKN ETTEURACN MITPOEIDOUG BaARidag.

MepiAnyn aroteAeopdTwyv MpwTtevov KATAANKTIKS onpeio (KAivikd

. 6@elog): O pAefokouPIkdg pubude (SR)
dlatnpnénke otoug 12 uriveg oto 86,7% (26/30)
NG opadag cryolCE kai oTo 86,7% Tng opadag
CryoFlex (p = 1,00). To 63% (19/30) Twv
aoBevwy gixav PAeBokopPiko pubud (SR) kai
Oev Adupavav avTtioppuBuika @apuaka (AAD).
AgutepelovTa KATOANKTIKA onueEia:
Etmravep@davion KOATTIKWY appubuiwv
mapouaoidoTtnke o€ 10 [33%] acBeveig otnv
opdda N20 (cryolCE) évavTi 6 [20%] aoBevwv
oTnv oudda apyou (CryoFlex), p = 0,243).
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Aev ouvéBnoav TTpwiyol 1) dyipol Bdavarol. Ol
TTPWIYEG Kal O OYIPEG ETTITTAOKEG ATAV
TTAOPOPOIEG HETALU TV dUO OUAdWV.
cryolCE (utro&eidio Tou afwTou): TTPWIHEG:
1 aiyoppayia, 2 TEPIOTATIKA XOAUNAAG KOPDBIAKNAG
TTapoxnG, 1 GUANOYR, 9 PETEYXEIPNTIKA
emmelcodia KM, oyipeg: 1 fnuatodoTtng,

1 €TTAVOANTITIKA XEIPOUPYIKN ETTEURACN,

1 evdokpaviakr] aigoppayia

Cryoflex (apy0): mpwipes: 1 aigoppayia,

1 TepioTaTIKG XaunAAg KapdIakng TTapoxng,
2 guAlloyég, 10 peteyxelpnTikda eTTEiIcddia KM,
OYIuEG: 2 BnuaTodOTEG, 2 ETTAVAANTITIKEG
XEIPOUPYIKEG ETTEUPRAOCEIG, 2 EVOOKPAVIOKES
aigoppayieg, 1 eyKe@ANIKO €TTEICOBI0

Meplopiopoi TG pEAETNG

MeAETN evOg HOVO KEVTPOU, HIKPO PéyeBog, dev
XPNnoiyotToIRdnke Holter 7 nuepwyv 1] CUOKEUEG
OuUVEXOUG KATaypa®ng, HakpoTTpéBecua
atmoTeAéouarTa

Tux6v aveTTdpKeEId CUOKEUNG I
OVTIKATAOTOOT OUOKEUNG TTOU
oxeriovral e TNV ao@AAEIa 1
TNV arédoon Kartd Tn didpKeia
NG HEAETNG

Aev ava@EpBnke kapia

TautdéTnTa TNG épEUVag/PeEAETNG

Li et al. EQapuoyr kpuokat@dAuaong o€ eAdxioTa
ETMEPUPRATIKA XEIPOUPYIKNA ETTEURACN HITPOEIBOUG
BaABidag®

TauTéTNTA TG CUCKEUNG

AtriCure cryolCE (CRYO2)

Mpoopigopevn xprion Tng
OUOKEUNG O0TNV £pEuva

KpuokatdAuon kapdiakAg appubuiag

Z10XO0I1 TNG MEAETNG

Na guvowioToUv Ta KAIVIKG dedouéva aoBevav
TTOU UTTORANBNKaV 0€ KPUOKATAAUGN GTO
TAQicI0 eEAGYIOTO ETTEURATIKAG XEIPOUPYIKNG
eméuBaong piITpogidoug PaABidag kal va
OlepeuvnBei n ac@dAeia kai n
ATTOTEAEOUATIKATNTA TNG XEIPOUPYIKHG
eméuBaong

2xed100H0G TNG MEAETNG Kal
didpkeia TrapakoAoudnong

MovokevTpikr, avadpopikA HEAETN

MpwTtevov(Ta) Kai
deutepelov(Ta) KATAANKTIKO(d)
onpeio(a)

Ao@dAgia Kal ATTOTEAECUATIKOTNTA TNG
XEIPOUPYIKNG £TTEUPRAONG (KPUOKATAAUGH OTO
TTAQicI0 eAGYIOTO ETTEPRATIKAG XEIPOUPYIKNAG
eméuBaong pirposidoug BaABidag)

Kpitipia évragng/atrokAgiopou
yia TRV €mIAOYR aoBsvwv

‘Evragn: aoBeveig Tou uttoBARBNKav o€
KpuokaTdAuon Kai EAAXIOTA ETTEURATIKA
XEIPOUPYIKN €TTEUPRACN MITPOEIBOUG BaABidAG
peTagu AuyouoTou 2013 kai louhiou 2015

Ap1Buo6g evTaxBéviwy aoBevwv

N=35
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MANBUOHOG TNG pEAETNG

Avtpeg/luvaikeg: 8/24

BAGBec TG pITpogidoug BaABidag Adyw
peupaTikng kapdiotrdbeiag oe ouvduaoud pe KM
ATTAA oTévwon piTpogidoug: 6

ATTAA avettdpkela piTpoeidoug: 7

21évwon PITPoEIdoUG o€ ouvduaoud e
avettdpkela: 22

Opodupwaon apioTepou KOATTOU: 6

Avetrapkela NG TpiyAwxIvag BaABidag: 26
Epuévouca KM, 1-12 é1n: 34

Mapo&uopiki KM: 1

AIGUETPOG aploTePOU KOATTOU, mm (uéon+SD):
30-87 (59,42+12,20)

MepiAnyn Twv PeBOdWY TNG
HEAETNG

OAeg ol XEIPOUPYIKEG emepPacelg
TTpayuartotroiRdnkav utré yevikr avaiodnaoia pe
Xprnon kapdiomveupovikhg Tapdkauyng (CBP).
2 OANeG TIG TIEPITITWOEIG XPNOIUOTTOINONKE
Tpaxeiakry  dlaowAfvwaon  &ImTAoUu auAou.
MpaypaTtotroiOnke MIKPOTOU OTO  TTPOCBIO
TAQylo TuApa Tou &gglou Bwpaka. lMNa Tnv
kataAuon KM xpnoigotroiiénke diauoppoUpuevo
MeTaAAIKG probe kpuokartdAuong CryolCE, T0
oTroio YuxOnke Taxéwg otoug -60 °C e Yuxbev
aépio utrogeidio Tou alwtou (N20) kai, oTn
ouvéxela, TIAAPNG Kal OOQAAAG €TTaQR HE
evookapdlokd 10TO yia OnuIoUpYia KAUTTUANG
BAGBNg (Sievépyela kpuokaTtdAuong yia 90-120
OEUTEPOAETITA).

MepiAnyn ATTOTEAECHATWV

Amrédoon (KAIviké 6@eAog): Katd Tn didpkeia
NG 18unvng TapakoAouBnong, dev
TTAPOUCIACTNKE UTTOTPOTT) oUTE BAvaTOoC.

Ta Toc00Td ammokatdoTaong GAEBOKOUPIKOU
pubuou oToug 3, 6, 12 kai 18 urveg ATav 94,3%,
93,5%, 90,5% ka1 93,3%, avTicToixa.
Aoc@dAeia: Aev TTapatnprbnke Kavévag
Bdvartog o€ auTrv TNV opada. AlevepyriOnke ek
véou dlgpelivnon yia algoppayia yia Eva
TePIoTATIKG. NEUPOAOYIKA CUUTITWHATA, OTTWG
EYKEPOAAIKO €TTEICOBIO i EYKEPOAAIKNA alpoppayia
Oev TTapaTnPEABNKavV PETA TN XEIPOUPYIKA
eméuBaaon. Aev egpavioTnkay €TMITTAOKEG TTOU
oXeTiCovTal PE TNV KOATTIKA Japuapuyr], OTTwg
OTEVWOT TIVEUHOVIKAGS GAERag, BAGRN TNG
aTEQavIaiag apTnpiag, Tou 0ICoPAYOU Kal TOU
@pevikoU velpou.

Meplopiopoi TG pEAETNG

MovokevTpikr, avadpopik axediaon

Tux6v aveTTdpKeEId CUOKEUNG )
AVTIKATAOTOOT OUOKEUNG TTOU
oxeriovral Je TNV ao@AAEIa 1
TNV amrédoon Kartd Tn didpKeia
TNG MEAETNG

Aev ava@EpBnke kapia
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5.4. M cuvoAwkn nepiAnyn TG KAWLIKAG anddoong Kot achAaAeLog

EkT6g atmd TIg TpEIG PEAETEG TTOU ouvowilovTal oTnv Evétnra 5.3, TpdoBetn BifAIoypagia TTou
evrotmioTnke oTnV KAIviKA) AZIoAGyNon avé@epe euvoikd atToTEAETUATA ATPAAEIOG KAl
amédoong o€ KoOpPTEG aoBevwV TTou UTToRARBNKav o€ BepaTtreia e probe CRYOF, CRYO1 kai
CRYO2, pn kaBopiouévo probe cryolCE ry/kai probe cryolCE kai probe kpuotnéiag katroliou
aAou kataokeuaaTA* 13, O atdxog KAIVIKG aTrodoong ATav va KatadelxBei 255% eAcuBepia
aTrO KOATTIKA HAPHapPUYT], KOATTIKG TITEPUYIGHO 1] KOATTIKF Tayxukapdia Trou diapkouv >30
OeUTEPOAETITA OTOUG 12 urjveg YETA TN Oladikagia KATAAUONG Xwpig va yiveTtal Afyn
avTiappubuIkwy apudkwv Katnyopiag | A 11l. Autd TTpoékupe atrd pia HETA-avAAUGN HEAETWV
TToU Onuocieldnkav peTagu 2010 kal 2018 TTou avépepav eKBATEIG ATTOTEAETUATIKOTNTAG
oToug 12 yia Tautoxpoveg diadikaaieg AaBupivBou Cox-Maze pe Tn xprion padioGUXVOTATWY
KOl KpUOKATAAUONG O€ aoBeveig pe euévouaa Kal Jakpoxpovia epuévouca KM. O atdxog
KAIVIKNG a11édoong 55% BaaioTnke oTo KATWTEPO dIdoTNUA EUTTIOTOOUVNG 95% TNG EKTiMNONG
TWV OUVTIBEPEVWV TUXAiWY ETTIOPATEWYV (48%) ouv éva TTEPIBWPIO 7%. MNa KABe peAéTn oTnv
KAIVIKI) a&loAdynon, 6tTou ava@épinke, n eAeuBepia atmmd KM, n eAeuBepia atmd KoATTIKn
Hapuapuyh/KoATTIkS TITepuyioud/KoATTIKA Taxukapdia 1 To TToooaTd GAEBOKOUBIKOU pubuou
XWPIG avTiappuBbuIKG @apuaka TTANPoUcav auTdv TOV OTOXO aTTOd00NG. 2€ OPICHEVEG UEAETEG,
QUTO TO KOTOANKTIKO ONMEIO ava@Eépdnke HOVO PE A XWPIG XPron avTIOPPUBOUIKWY QaPHAKWY.
H KAviki agioAdynon utrootnpilel Tnv Tapakdatw dnAwaon KAIvIkoU o@éAous: To KAIVIKO
6@ehog Twv probe cryolCE T1Tou xpnoipotrolouvTail ye Tn pjovada ACM eival n atrokatdotaon
TOU QUGIOAOYIKOU QAEBOKOUBIKOU pubuou Kai n eAcubepia atrd KOATTIKY appubuia (KOATTIKA
MOpuapuyn, KOATTIKOG TITEPUYITHUOG Kal KOATTIKI) TaXUKaPJia).

O o16x0¢6 KAIVIKAG ao@AAEIag ATAV TTOC0OTO PEiCovwy avetmBuunTwy evepyelwyv (MAE)

0TI 30 nuépeg ueTd Tn dladikaaia <15%, To OTToio TTPOEKUYE ATTO TNV PETA-avaAuan TTou
TEPIYPAPNKE TTPONYoUNEVWGS. O aTOX0G KAIVIKAG ac@dAeiag Tou 15% Baciotnke o€ 1,5 @opég
TO AVWTEPO dIAoTNUA eUTTIoTOOUVNG 95% (10%) TOU PHoVTEAOU CUVTIBEUEVWV TUXAIWY
emdpdoewyv. O1 peifoveg avemmBUPNTEG evépyeleg (MAE) trepiAaudvouv Bdvato, eyKeQaAiKd
eMeIo0dI0 (ave¢dpTnTa atrd TO ETTITTESO AVATINPIAG), ENPpayua Tou puokapdiou Kai peiova
aipgoppayikad cupBavra evidg 30 nuepwv atréd Tnv apxIkr diadikagia. O1 JeAETEG TTOU
mpoadiopioTnkav otnv KAIvik} A¢loAdynon TmAnpoudaav autd To KATAANKTIKG Gnueio
ac@aAeiag. Mia peAétn atmod Toug Lapenna et al., n otroia xpnoigotroinoe probe kpuotrnéiag
NG AtriCure peta&u 2007 kai 2014, avépepe 15% emimTwon yetayyioswv epubpwv
aigoc@aipiwyv Katd tn didpKeia autdovouwy diadikaalwy KatadAuong Cox-Maze IV ue
PadIoouXVOTNTA KAl KPUOKATAAUGT. QOTOCO 01 AETITOUEPEIEG TWV PETAYYIOEWY OEV
TTpoadiopioTnKav.

KAivikéd dedopéva atrd oxeTiky BIBAIOypa@ia TTou OXETICETAI PE TNV TTEPIYPAPOUEVN GUOKEUN),
KaBwg Kal n euTrelpia atré Tn d1dBean oTnv ayopd, KaTadelkvUouv TO OPEAOG TWV £V AOyw
OUCKEUWYV OTAV AUTEG XPNOIUOTTOIOUVTal Yia TOV TTPORAETTOUEVO OKOTTO TOUG. YTTAPXOUV
ETTAPKY) 6£douéva yia va TEKPUNPIWOET TO CUVEXICOUEVO TTPOPIA AOPAAEIAS Kal
ATTOTEAEOHATIKOTATAG TWV €V AOYW CUOKEUWV OTAV AUTEG XPNOIYOTTOIOUVTAl OTTWG
TpoBAETTETOI. Ta péTpa peiwong Tou KivOUvou, KaBwg Kai n TTapakoAoubnon atré Tnv AtriCure
Twv dedopévwyv PETE TN d1GBeon aTnv ayopd, 6a cuveXIGTOUV O€ JIa TTPOCTTABEIO JETPIACOU
oplouEvVWY aTTé TIG BAGRES A TIG ETTITTAOKEG TTOU AVAQEPOVTAI OE QUTHV TNV ava@opd, Kabwg
Kal yia TN BeATIWaON TNG GUVOAIKNG ao@AAEIOG TNG CUYKEKPIPEVNG GUOKEUNG. O1 TpEXOUTES
MEAETEG KAIVIKAG TTapakoAoUBnong petd tn 81aBeon atnv ayopd (PMCF) Ba TapExouv OxeTIKEG
TTANPOYPOPIES YIa TTEPAITEPW AvAAUON Kal TTapakoAouBbnon Tng eTaAABeuong TG AoPAAEIOg
Kal TNG a1T6d00NG TNG CUCKEUNG, OTAV auTr eKTIBETAI € HEYOAUTEPO KAl TTIO TTOIKIAO

TTANBUO S KAIVIKWYV XpNOTWYV, KOBWG Kail eTTAANBeUan TNG aTTdd00NG TWV CUCKEUWY TOU
KpPUOXEIpoupyikoU cuoTAuartog. H emmpnon petd tn 81dBeon otnv ayopd Ba cuvexioTei kal Oa
Kataypagetal o€ pia eTAoia Avagopd lMeplodikng Evnuépwong Ao@aAsiag, yia Tnv agloAdynon
TUXOV VEWV KIVOUVWVY (CUPTTEPIAGUBAVOUEVWV TWV ETTIKIVOUVWY KATAOTACEWV) KAl aAAayWV
oTov TTPOCdIoPIoHS 0QEAOUG-KIVOUVOU TTOU ATTaITOUV TN ARWN EVEPYEIWV.
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5.5. Zuvexng r] MpoypapUATIOHEVN KAWVIKA TtapakoAouOnon Uetd tn 61dbson otnv ayopad

H kAivikA dokiur) ICE-AFIB (NCT03732794 otnv 1ocTooeAida clinicaltrials.gov) gival pia
TpEXouaa KAIVIKY OOKIURA, Ye xopnyo Tnv AtriCure, TTou a&loAoyei TNv ac@AA&ia Kal TNV
atroteAeapatikéTnTa Tou CRYO2/3 yia Tnv KatdAuon kapdiakoU IaToU KaTd Tn OIdpKela
QVOIXTAG TOUTOXPOVNG KOPDIOXEIPOUPYIKAG ETTEPRAONG yia Tn Bepatreia TNG eYPévouaag
Kal TNG pakpoxpoviag eppévoucag KM. H FREEZE-AFIB givail gia TTpoypappaTIouéVn
QAVAOPOWIKA-TTPOOTITIKH, JN TUXAIOTTOINUEVN UEAETN YETA TN DIGBeCN oTNV ayopd yia TNV
afloAdynon TG ac@dAsiag kal TG atrédoang Tou CRYOF.

6. MBavég Stayvwotikég ) OeparteuTkEG EVOANAKTIKEG AUOELG

Mia oTpaTtnyiknf EAEyxou Tou puBuou TrepIAauBAvel apXIKA QAPUAKOAOYIKA 1] NAEKTPOVIKA
kapdloavaTagn, akoAoubBouuevn atrd appakoAoyikr Bepartreia yia Tn dilaTAPNon Tou
QualoloyikoU @AeBokoufBIkoU pubuou. QoTdo0, Ta avTiappubuIkd @dpuaka ouxva oev eival
atroteAeopaTiké@ otn diatrjpnaon Tou eAeBokouBikoU pubuou. Q¢ atmoTéAeoua, Ta eTTEITOIN
UTTOTPOTTIAOUCOG KOATTIKAG JOPUAPUYNAG €ival TUTTIKA Kl Ol ACOEVEIG e EPUEVOUTO KOATTIKA
Mopuapuyr JTTopEi va XpelaoTouv TTOAATTAG eTEI00d1a KapdioavdTagng. O1 eupuTedaoilol
KOATTIKOI aTTIVIOWTEG, O1 OTT0I0I £X0UV OXEBIOOTEI yIa va aviXxveUOUV Kal va TEPPATICOUV £va
ETTEICOBI0 KOATTIKAG MAPUAPUYAG, UTTOPE va ival pia evaAAaKTIKR) AUon o€ aoBeveig TTou
OIa@OPETIKA Ba xpeldlovTav OEIPIOKEG KAPOIOUETATPOTTEG, AAAG N XPrion TWV ENOUTEUCIUWY
KOATTIKWV aTTIVIOWTWY &gV gival akoun diadedopévn. O1 aoBeveig pe TTapofUCUIKY] KOATTIKNA
Hapuapuyn, €€ opiopou, dev xpridouv kapdloavaTagng, aAAG uTTopouv va Adouv
QPOPUAKEUTIKA aywyn Yia TNV TTPOANWN TTEQAITEPW APPUBUIKWY ETTEITODIWV.

O1 avagepopeveg BepaTreuTikéG TTIAOYEG Oev BewpouvTtal 6T Bepatrelouy To TTPORANUa. Mia
TroIKIAia S1adIKaolwy KaTtdAuang €xouv diepeuvnBei wg dUVNTIKA BEPATTEUTIKEG TTPOCEYYIOEIG

M iOWg IKAVEG va TPOTTOTTOINCOUV TNV appuBbuia £Ta1 WAOTE N QAPUOKEUTIKY BepaTreia va yivel
MO aTTOTEAECUATIKA. O1 TTPOCEYYioEIG HETW KATAAUONG ETTIKEVTPWVOVTAI GTN OIOKOTTA TWV
NAEKTPIKWY 00wV TTOU GUHBAAAOUV OTNV KOATTIKA HOPUAPUYH, HECW TNG TPOTTOTTOINCNG TWV
EVAUCGUATWY TNG KOATTIKAG NAPUOPUYAG /KAl TOU UTTOCTPWHATOG TOU PJUoKapdiou TTou diatnpei
TOV QVWHOAO puBuo.

H katdAuon Tou kapdiakoU 10ToU Pe Th AlyOTEPO TTAPEUPATIKY HEBODO XPNOIKOTIOIET EVEPYEIQ
TTOU KOTOOTPEPEI TOV IGTO, O OTT0IOG TTAPEXEl Ta AavBaguéva onpaTa, €ite HE KAYIHO EITE JE
KaTayugn.
o Kaygo: O1 mo ouvnBiopyévol TUOTTOI evépyelag yia KatdAuon TrepiIAaufdavouv
padloouxvolTNTEG, UTTEPNXOUG UWNAAG €vtaong, AICEp KAl MIKPOKUPATWY. AUTEG Ol
TTNYEG EVEPYEIOG KATAAUOUV TOV KAPBIAKO 1I0TO ONUIOUPYWVTAG OUAEG ] KATAOTPEPOVTAG
TOV IOTO TTPOKEINEVOU Va dlaTapaxbouv Ta NAEKTPIKA GAMATA.
o Kardyugn: H kpuokatdAuon xpnoiyoTrolei Eva utrd TTiecn WUKTIKO PECO OTO AKPO TOU
KaBeTApa ) Tou probe yia va KataAloel TNV TNy TG appubuiag KataywuxovTag Tov I0TO
KOl QTTOTPETTOVTAG UE TOV TPOTTO AUTO TNV EVEPYOTTOINGN TWV NAEKTPIKWY ONUATWV.

H evépyela padioocuxvoTATwV £xel oxXeSIOOTEN yia va epapuOlel JIa TAXEWGS TAAAVTOUNEVN
O1a@OpPAa TAONG METAEU TWV NAEKTPOBIWYV TTOU £PXOVTAI OE ETTAPN PE TOV KAPAIaKO 10T6. Kabwg
TTAPEXETAI EVEPYEIQ PADIOCUXVOTATWY OTA NAEKTPODIA, O I0TOG TTOU «OUAAOUBAVETOI» PETAEU TWV
NAEKTPOdIWV KATAAUETAI dNUIOUPYWVTAG Hia aAAoiwan. O1 TTEPIOPICHOI OTNV ATTOTEAETUATIKOTNTA
QauTAG TNG TeExVoAoyiag TrepIAapBdavouy To TTaxX0G Tou I0TOU TTOU KATAAUETA.
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EkT6g a1md TNV TAUTOXPOVN XEIPOUPYIKT KATAAUGN KATA T SIGPKEIQ AVOIXTAG
KapOIOXEIPOUPYIKNAG ETTEURAONG, avaTTTUooovTal Kal afloAoyouvTal Kal AlyoTEPO ETTEUPRATIKEG,
O10BWPAKIKES, EVOOOKOTTIKEG BladIkaaieg Xwpig ewowuaTikr) KukAogopia (off-pump) yia Tn
Bepartreia TNG avBekTIKNAG oTa eapuaka KM. H eEENEN auTwyv Twv dladikaoiwy TTepIAauBAavel
TOOO0 OIAPOPETIKEG XEIPOUPYIKEG TTPOCEYYIOEIG 000 Kal dIAPOPETIKA cUvoAa aAloiwoewy. Ol
EVOANOKTIKEG XEIPOUPYIKEG TTPOCEYYIOEIG TTEPIAQUBAVOUV TN Hivi BwPAKOTOMNA KAl TNV OAIKN
BwpakooKOTTNON PE UTTOoTAPIEN Bivieo. H avoixTr BwpakoToun Kal n Yivi BwpakoToun
XPNOIJOTIOIoUV KAPSIOTTVEUHOVIKA TTAPAKAKWN Kal XEIPOUPYIKA ETTEURACT avoIXTAS Kapdidg,
EVW) Ol BWPOKOCKOTTIKEG TTPOCEYYIOEIG DlevepyouvTal OTnNV Kapdid TTou TTaAAeTal. Oi
BWPAKOCKOTTIKEG TTPOCEYYiaelg dev TTEpIAaPBAvouY €i00d0 GTnV KapdI& KAl XPNOIUOTTOIoUV OET
aAAolwoewy ETTIKAPOIOKAS KATAAUCNG, EVW O1 AVOIXTEG TTPOCEYYIOEIG XPNOIMOTIOIOUV EiTE TNV
KAQQIKN) TTPOCEYYION WE TOPEG KAl pagég («cut and sewy) i evdokapdiakn KatdAuaon.

H katdAuon tmou BaaoileTal o€ dIadepuIKO KABETAPA gival pia KABIEpWUEVN ETTEURATIKN
TTIPOCEYYION YIa Th Bgpatreia Yiag TToIKIAIAG appuBuIwy, aTNV OTToia N EVOOKAPBIAKH
xapToypdgnon TTpoodiopilel pia SIAKPITH appuBuIoydvo eoTia TTou gival o aTdX0G TG KATAAUCNG.

YT1rapxouv d1a@opeg eTTIAOYEG yia T BepatTeia aoBevwy Pe KOATTIKA pappapuyr. AUuTéEG ol
emAoyég Bepartreiag TTepIAauBavouy:
o  dapuakoloyikr) TTapéupaon (dnAadr, avTiappubuIKa @apuaka) yia Tn diaTAPnon Tou
QualoloyikoU @AeBokouBIKoU pubuou.
o Xelpoupylikr eTéuBaon yia KatdAuon Tou kKapdiakou 1oTou (1T1.X. diadikaoia AaBupivBou
Cox-Maze, katdAuon Pe Xprion evépyelog padloouXVOTHTWV /KAl KPUOEVEPYEIAG)
o KatdAuon Tou Paocifetal oe dladePUIKO KaBeThpa (padioouxvotnta f  PTTAAOVI

Kpuotrn&iag)
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CryoMaze procedure. Interact Cardiovasc Thorac Surg. 2019;29:28-34.

Kakuta T, Fukushima S, Shimahara Y, Yajima S, Tadokoro N, Minami K, Kobayashi J and
Fujita T. Early results of robotically assisted mitral valve repair in a single institution: report
of the first 100 cases. Gen Thorac Cardiovasc Surg. 2020;68:1079-1085.

Lapenna E, De Bonis M, Giambuzzi I, Del Forno B, Ruggeri S, Cireddu M, Gulletta S,
Castiglioni A, Alfieri O, Della Bella P, et al. Long-term Outcomes of Stand-Alone Maze |V for
Persistent or Long-standing Persistent Atrial Fibrillation. Ann Thorac Surg. 2020;109:124-131.
Vural U, Balci AY, Aglar AA and Kizilay M. Which Method to Use for Surgical Ablation of
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Mpotewvopevo npodil Kal MPOTEWVOUEVN EKMAISEUON YL TOUG XPrOTEG

O1 KapOI0BWPAKOXEIPOUPYOI Eival TIICTOTTOINUEVOI HECW KATAPTIONG KAl EKTTAidEUONG va
xpnoiyoTtrolouv Ta probe AtriCure cryolCE. H AtriCure TTpoc@épel eTITTPOCOETN
oAokAnpwpévn extraideuon kai KatdpTion otn xpron Twv probe AtriCure cryolCE oUp@wva
ME TIG 00nyieg XpAONG TNG OUCKEUNRG. AuTh n ektTaidguon Ba ivar diaBéoiun aToug KAIVIKOUG
10TPOUG TTou XpnoipoTrololv Ta probe AtriCure CRYO2, CRYO3 kai CRYOF.

Avadopd o TUXOV ePapHolOUEVO EVOPHOVIOHEVA TIPOTUTTA Kal KowEG npodiaypadég (CS)

Tutik6g ap1Buog* Tumik6g TiTAOG

BS EN ISO 13485:2016+A11: 2021 laTpoTEXVOAOYIKA TTPOIOVTA — ZUCTAMATA dlaxEipiong

TTo16TNTAG — ATTAITHOEIG VIO KAVOVIOTIKOUG OKOTTOUG

BS EN ISO 14971:2019 latpoTtexvoAoyikd TTpoidvTa - Epappoyr| Tng diaxeipiong
KIvOUVOU O€ 1aTpOTEXVOAOYIKA TTPOIOVTA

BS EN ISO 14155:2020 KAIVIKT) €pEuva 1I0TPOTEXVOAOYIKWY TTPOIOVTWY TTOU
TTpoopifovTtal yia avBpwTrivn Xprion - Opdr| KAIVIKA
TTPOKTIKA

EN ISO 15223-1: 2021 laTpoTeXVOAOYIKA TTPOIOVTA. ZUMBOAA TTOU TTPETTEI VA

XPNOIUOTTOIOUVTAI UE TIG ETIKETEG, TNV ETTICAPAVON KAl
TIG TTANPOQOPIES TTOU TTAPEXOVTAI YIA TA
1aTPOTEXVOAOYIKG TTPOIOVTA: EVIKEG ATTAITATEIG

BS EN ISO 20417:2021 latpoTtexvoAoyikd TTpoidvTa — MAnpoopicg TTou
TIPETTEl VA TTAPEXOVTAI ATTO TOV KATAOKEUAOTH

BS EN 62366-1:2015+A1:2020 latpoTexvoAoyikd TTpoidvTa — Mépog 1: E@appuoyn TG
TEXVOAOYIOG XPNOTIKOTNTAG O€ 1ATPOTEXVOAOYIKA
TTpoidvTa

ISTA 3A: 2018 H Aigbvri¢ 'Evwon Aag@alolg Metagopdg [International

Safe Transit Association (ISTA)] eival 0 CUVTAKTNG TWV
d1adIKaciwy dOKIPAG TTou KaBopilouv Tov TPATTO
amdédo0nG TWV CUCKEUATIWY WOTE va dlac@aAileTal n
TTPOCTACIA TOU TTEPIEXOMEVOU TOUG.

EN IEC 63000 (RoHS) 2018 TexVIKA TEKUNPIWON yIa TNV a§IOAGYNON NAEKTPIKWY Kal

NAEKTPOVIKWYV TTPOIOVTWY OE OXECN E TOV TTEPIOPIOUO
TNG XPrONG ETTIKIVOUVWYV OUCIWV

BS EN ISO 14644-1: 2015 ATTOOTEIPWHEVOI XWPOI KAl Zuvagn eAEyXOpEVa

mepIBaAAovTa - Tagivounon
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Tumikég apiOpog*

Tutrikog TiTAOG

BS EN ISO 14644-2: 2015

ATTOOTEIPWHEVOI XWPOI KAl Zuvagn EAEyXOUEVa
mepIBAaAAovTa — MNapakoAouBbnon

BS EN 60601-1:2006+A2:2021

laTpIKOG NAEKTPIKOG eEO0TTAIOCNOG. Mépog 1: IMevikég
ATTAITACEIG YIa TN BaCiKA ac@AAEIa Kal TRV 0UC1wdn
amédoon—- Exkdoon 3.1

BS EN 60601-1-2: 2015+A1:2021

laTpIKOG NAEKTPIKOG EOTTAIOUOG - Mépog 1-2: Tevikég
QTTAITAOEIG YIa TN BACIKA AOPAAEIQ KAl TNV OUCIWON
atrdédo0n - ZUPTTANPWHATIKG TTPOTUTIO:
HAekTpopayvnTikEG dlaTapaxég — ATTAITHOEIS Kal
OOKIMEG

BS EN ISO 11607-1: 2020

2UOKeUAoia yIa KATAANKTIKG ATTOOTEIPWHEVA
1aTpoTeXVOAOYIKA TTpoidvTa - Mépog 1: ATTaITOEIS yia
UAIK&, CUGTHPOTA ATTOCTEIPWHEVOU QPAyoU Kal
OUCTAMATA CUOKEUAaiag

BS EN ISO 11607-2: 2020

2UOKEUAoia yIa KATAANKTIKG ATTOOTEIPWHEVA
1aTPOTEXVOAOYIKA TTpoIdVTa - MéPOG 2: ATTaITROEIG
EMMKUpWONG yia dladikaaieg dIapdpPwong, aepayiong
KAl gUvVappoAdynong

BS EN ISO 10993-1:2020

BioAoyikA afloAdynan 1IaTPOTEXVOAOYIKWY TTPOIOVTWY —
Mépog 1: AGioAdynaon kai doKIYEG OTO TTAQICIO PIaG
dlgpyaaiag diayeipions KIivouvwv

BS EN ISO 10993-4: 2017

BioAoyikA a&loAdynan 10TpOTEXVOAOYIKWY TTPOIOVTWY —
Mépog 4: ANNAemdpAaoEIg Pe aipa

BS EN ISO 10993-5: 2009

BioAoyikr] agloAdynan 1aTpoTEXVOAOYIKWY TTPOTOVTWY —
Mépog 5: KuttapoTtogikétnTa

BS EN ISO 10993-10: 2013

BioAoyikr a&loAdynan 1aTpOoTEXVOAOYIKWY TTPOIOVTWY —
Mépog 10: EpeBioudg/euaiobnaia Tou d€puatog

BS EN ISO 10993-11: 2018

BioAoyikh agloAdynan 10TpOoTEXVOAOYIKWY TTPOIOVTWY —
Mépog 11: AoKIUA yia CUCTNUATIKN TOEIKOTNTA

BS EN ISO 10993-18: 2020

BioAoyikA a&loAdynan 10TpOTEXVOAOYIKWY TTPOIOVTWY —
XNUIKOG XapaKTNPIoNOG

BS EN ISO 11137-1 2015+A2 2019

ATtrooTeipwon TTPOIGVTWY UYEIOVOUIKNG TTEPIBaAYNG —
AkTIvoBoAia — Mépog 1: ATTaITACEIS yia TNV avaTrTugn,
TNV EMKUPWON Kal TOV €AEYXO POUTIVOG UIAG
d1adIKaCiag ATTOoTEIPWONG YIA I0TPOTEXVOAOYIKA
TPOoISVTA)

BS EN ISO 11137-2 2015

ATtrooTeipwon TTPOIGVTWY UYEIOVOUIKNG TTEPIBaAYNG —
AkTivoBoAia — Mépog 2: KaBoplopdg Tng d6ong
atrooTeipwaong

ASTM F1980-16: 2016

MpdTuttog 0dnyog yia TNy emTAXUVOUEVN YHipavon
OUCTNUATWY ATTOCTEIPWHEVOU QPAYUWY Yid
IATPOTEXVOAOYIKG TTPOIOVTA

EVapUoVIoUEVa TTPOTUTTA.

*Ta TTPATUTTA TTOU AvVA@EPOVTAI TTAPATTAVW TTEPIAANBAVOUV TOOO avayvwpIoHEVA OCO Kal
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9. lotopkd avabswpRoewv

SSCP: AtriCure CryolCE Probes

CEM-226 Avo#. C

ApiBuog Hpepounvia | Mepiypagpn aAAaywv EmikupwOnke FMwooca
avaBswpnong | é&kdoong 1o TOV emKUpwong
SSCP KOIVOTTOINUEVO
opyaviouo
(Na1 R 6x1)
1 AvaTpégTe ApxIKn ékdoon Oxi AyyAIKda
oto CEM-
226.A atov
‘EAeyxo
Eyypdagou
TnG AtriCure
yla v
eTTioNUN
nHEpPopNnvia
£€kdoong.
2 Avarpé€te e EvnuepwBnke n diatutrwon | Oxi AyYAika
oto CEM- Yl TOV ZTOXEUOUEVO
226.B atov TTANBuo S aoBevwv oTnV
‘EAeyxo Evétnta 2.2.
Eyypagou e Evnuepwbnkav Ta media
g AtriCure MepiAnyng ATTOTEAEOPATWV
yia mv NG Evétnrag 5.3 yia va
gmrianun TTEPIYPAPOUV TO
nuepopnvia TTPWTEUOVTA KATAANKTIKG
€xdoong. onueia f Ta amoTeAéopaTta
atmédoong TTou
utrooTnpifouv To KAIviké
6pelag.
e Evnuepwbnke n Evétnra 5.4
(OTE VA CUMTTEPIANGOEI N
onAwaon KAIvikou o@éAoug.
o AlopBwoeig popPoTToinong
Kl TUTTOYPAQIKEG
dlopbwoelg AoooVog
onpaoiag.
3 AvaTpétTe e Emkupwenke amd v BSI | Na AyyAika
oto CEM- Me TIg aAayég CEM-226.B
226.C oTtoVv Kal avaBswpnBnke aTo
‘EAeyxo CEM-226.C yia Tig
Eyypdagpou METAQPAOTEIG pOVOo. Kapia
NG AtriCure aAAayrA OTO TTEPIEXOUEVO
yia TNV amé v Avab. B. H
emionun nUeEpounvia oto €EWPUAAO
nuepounvia QAVTITTPOOWTTEVUEI TV
£€kdoong. nUeEPoNvia £€ykpiong mng
Avab. B.
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